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After reading this guide please  
refer to the Help contents within 
SquirrelView (press F1) for further 
details on your logger and how to 
use it with the software. 
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A) OQ610 Logger 
B) CD containing software (SQA100/PaintView) 
C) Getting Started manual (this booklet)   
D) USB Cable (LC80) 
E) Batteries, 2 x AA 
 
 
 Options available  
 USB - Printer cable (LC81) 
 HP printer (for direct printing) 
 Probes - K/T type thermocouples 
 TB610 thermal barriers 
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2. General Information 

The Squirrel uses 2 x AA* size batteries located under its removable battery cover. To change the 
batteries: 

1. Remove battery cover fixing screws 
2. Remove battery cover 
3. Fit new batteries noting correct orientation 
4. Refit and secure the battery cover 

*Maximum operating temperature for AA alkaline batteries supplied is 50°C  


